Coated versus non-Proplast-coated endosseous blade-vent dental implants.
In order to determine the efficacy of applying Proplast to dental endosseous bladevent implants, this material was coated on half of sixteen such implants which were bilaterally placed in the mandibles of eight rhesus monkeys. No difference in the clinical acceptability could be ascertained between the two groups. Histologic examination revealed a loose connective tissue layer around the noncoated implants which was not evident around the coated ones.